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Com o intuito de monitorar a concentração de ácido fólico (vitamina B9) em amostras de 
farinha de trigo, um método analítico simples e rápido foi desenvolvido e validado, utilizando a 
técnica de Cromatografia Líquida de Alta Eficiência com detecção por Espectrometria de Massas 
do tipo triplo quadrupolo (CLAE-EM/EM). O analito foi ionizado com fonte de ionização por 
electrospray no modo positivo e o espectrômetro de massas foi operado em modo de aquisição por 
Monitoramento Múltiplo de Reação (Multiple Reaction Monitoring - MRM), com o propósito de 
detectar duas trannsições de m/z, uma para quantificação e outra para confirmação. Um total de 83 
amostras foram processadas para a validação do método de acordo como guia de procedimentos da 
Comissão Européia, referência 2002/657/EC, para análise de resíduos em alimentos. A performance 
do método foi avaliada através da linearidade, exatidão, precisão, sensibilidade e incerteza. O 
resultado das curvas analíticas na faixa de concentração de 1,0 a 50 µg L-1 apresentaram coeficientes 
de correlação (r2) de 1,000. A reprodutibilidade do método foi obtida através do cálculo da somatória 
dos desvios padrão dos resultados de análises “intra-dias” e “inter-dias” e apresentou o valor de 
5,6%, para o nível de fortificação de 1,50 µg g-1. Além disso, dez amostras no nível de fortificação 
de 1,50 µg g-1 foram extraídas e analisadas com exatidão de 85% e precisão de 3% (coeficiente 
de variação). A sensibilidade do método foi expressa em limite de decisão (CC ) de 0,06 µg g-1 e 
capacidade de detecção (CC ) de 0,11 µg g-1. A incerteza total calculada do método foi de + 0,11 
µg g-1. Diferentes marcas de farinha de trigo brasileiras foram avaliadas e reportadas.

In order to monitor the fortification level of folic acid (vitamin B9) in wheat flour samples, 
we developed and validated a simple and fast analytical method using the liquid chromatography 
with tandem triple quadrupole mass spectrometry (LC-MS/MS) technique. The compound was 
ionized by an electrospray source in positive mode. The tandem MS/MS instrument was set in 
MRM (Multiple Reaction Monitoring) mode to detect two m/z transitions used for quantitation and 
confirmation purposes. A total of 83 samples were prepared to validate the method according to 
the regulatory guidelines from the Commission Decision 2002/657/EC for food residues analysis. 
The method performance was evaluated in regards to linearity, accuracy, precision, sensitivity, 
and uncertainty. The statistical analysis of the results showed a correlation coefficient (r2) of 1.000 
within the concentration range of 1.0 to 50 µg L-1. The method reproducibility of 5.6% was obtained 
by calculating the standard deviation sum of the intra-day and inter-day analysis at a fortification 
level limit of 1.50 µg g-1 of folic acid. In addition, ten blank spiked samples at the fortification 
level limit were extracted and analyzed with an accuracy of 85% and a precision of 3% (coefficient 
of variation). The method sensitivity was expressed in decision limit (CC ) of 0.06 µg g-1 and 
detection capability (CC ) of 0.11 µg g-1. The total measurement uncertainty method calculated 
was + 0.11 µg g-1. Different brands of Brazilian wheat flour were evaluated and reported.
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Introduction

Vitamin B
9
, chemically known as either folic acid or 

pteroylglutamic acid, is one of the metabolically active 
compounds and is commonly referred to as folates. 
This water soluble vitamin helps the body to convert 
carbohydrates into glucose to produce energy. The 
liver converts the folates in N5–methyltetrahydrofolate, 
a major circulating form in blood, that is responsible 
for the one-carbon transfer enzymatic reactions 
(homocysteine to yield methionine), including the DNA 
synthesis. The absence of folates in the human body 
can cause megaloblastic anemia, and affect mental and 
emotional health, along with other biological effects. 
As well, the deficiency of this compound during 
pregnancy can increase the risk for neural tube birth 
defects including cleft palate, spina bifida, and brain 
damage. In general, vitamin B

9
 can be ingested through 

a diet that is rich in green and leafy vegetables, fruits, 
and organ meats, though many countries add folic acid 
in cereal and grain foods, including flours, to enrich 
their diet.1-3

In 1996, the U.S. Department of Health and Human 
Service through the Food and Drug Administration (FDA) 
specified that grain products required to be fortified with 
folic levels ranging from 0.43 mg to 1.4 mg per pound 
(from 0.95 to 3.10 µg g-1) of the product and all women 
of child-bearing age should consume 0.4 mg of folic 
acid daily.4 In Brazil, the Minister of Health, through 
ANVISA resolution RDC n0 344 from December 13th,
2002 approved the addition of folic acid in wheat and 
corn flours at minimum concentration level of 150 µg per
100 g (1.50 µg g-1).5

In 2004, the ANVISA released a report with the aim to 
identify laboratories that analyze nutrients, including folic 
acid, in food. From 26 laboratories located in Brazil, 61.5% 
(16) analyze folic acid. Among them, 10 laboratories use 
HPLC-UV technique, 4 use microbiological methods, 1 
uses both approaches, and none of them use the LC-MS/
MS technique.6

Traditionally, laboratories follow the AOAC 
microbiological methods, 944.12, 960.46 and 992.05, to 
determine total folate levels in foods, dietary supplements, 
and infant formulas.7 An alternative method is to use 
spectrophotometer or HPLC-Ultraviolet (UV) detectors, 
after tedious and time-consuming sample preparation, as 
thermal extraction, enzymatic (conjugase and amylase) 
incubation and purification.8,9 Other methods were developed 
using trienzyme sample treatment (conjugase, alfa-amylase, 
and protease) followed by affinity chromatography and 
HPLC separation coupled with UV or fluorescence (FL) 

detectors.10,11 The lack of specificity and sensitivity opened 
new opportunities for LC-MS and LC-MS/MS techniques 
approach.

Stokes and Webb analyzed some folate compounds 
in multivitamin tablets and breakfast cereal containing 
200 µg per100 g. The authors applied a simple extraction 
procedure with solid-phase extraction clean-up, followed 
by LC-MS detection of the pseudo-molecular ions in 
negative electrospray mode.12 In 2003, Freisleblen et al.
published an article comparing the quantification of folate 
in food using the two different detection techniques: 
LC-FL and stable isotopic dilution assays with LC-MS/MS. 
The LC-MS/MS revealed superior selective, precision and 
sensitivity.13 Later on, an inter laboratory comparative study 
was presented by Puwastien et al. using different detection 
strategies to measure folate levels in food, including 
LC-UV and LC-MS techniques.14 Spanning from early 
2000 to present day, some papers reported the usage of LC/
MS or LC-MS/MS (triple quadrupole) detectors to quantify 
folates in different matrices (food, plasma, and vitamins), 
although none of them are specific to analyze folic acid in 
wheat flour samples. 15-20

This present work shows a novel and validated 
method to quantify folic acid in wheat flour with a high 
degree of specificity and confidence using the LC-MS/
MS technique.21 A simple and fast extraction procedure 
was developed to save time and cost. To obtain confident 
results the method was validated according to the regulatory 
guidelines from the Commission Decision 2002/657/EC, 
concerning the performance of analytical methods and the 
interpretation of results.22

Experimental

Reagents

Folic acid was purchased from Sigma-Aldrich, (St. 
Louis, MO, USA) with 99% purity. Ultrapure water 
was produced by EASYpure RF System from Barnstead 
(Dubuque, IA, USA). methanol HPLC grade, ammonium 
acetate and ammonium hydroxide were purchased from J. 
T. Baker, (Deventer, NE, USA). 

Folic acid standard solutions

A 100 µg mL-1 stock solution of folic acid was prepared 
by accurately weighing 1.0 mg of the yellow standard 
powder, dissolving it in a beaker of 5.0 mL of ultra pure 
water, and using the necessary volume of ammonium 
hydroxide (conc.) to adjust the pH in between 7.0 to 8.0. 
After the powder was dissolved completely, the solution was 
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quantitatively transferred into a 10 mL amber volumetric 
flask and stored at 4 0C away from light. An intermediary 
solution of folic acid at 1.0 µg mL-1 in water was obtained 
by dilution of the stock solution. All solutions for the 
analytical curve were prepared from this intermediary 
solution at the following concentrations: 1.0, 5.0, 10, 25 
and 50 ng mL-1 in water solution containing 5.0 mmol L-1

of ammonium acetate.

Sample preparation

2.0 g of wheat flour sample was weighed and transferred 
into a 50 mL polypropylene centrifuge tube, 40 mL of 
75 mmol L-1 ammonium acetate solution (pH=7) was 
added, sonicated for 10 min and mixed in an orbital 
shaker for 60 min. After the extraction, the samples were 
centrifuged for 15 min at 4,000 rpm and 50 µL of the 
supernatant was taken and diluted with 700 µL of water 
solvent straight into a 2.0 mL amber vial. Volume of 
20 µL of the sample solution was injected into the LC-MS/
MS system. It is important to keep the sample tubes away 
from UV light to avoid any degradation.

Method validation

A total of 83 samples were prepared to validate the 
proposed methodology. The study was divided into four 
experiments and executed in four consecutive days to 
evaluate the inter-day and intra-day variations. The first 
three experiments included a batch of 1 blank sample, 
20 blank spiked samples (63 totals) and the respective 
analytical curve. The blank spiked samples were analyzed 
in 5 different concentration levels of folic acid: 6 replicates 
samples at 0.75 µg g-1; 6 replicates samples at 1.50 µg g-1;
6 samples at 2.25 µg g-1; 1 sample at 3.00 µg g-1 and 1 
sample at 7.5 µg g-1. In the forth experiment, 10 blank 
samples, 10 blank spiked samples at the concentration 
level of 1.5 µg g-1 and the analytical curve were analyzed. 
All blank spiked samples were prepared by adding the 
necessary volume from a standard stock solution of folic 
acid at a concentration level of 100 µg mL-1. After the 
standard addition, these samples were homogenized under 
circular agitation for 1 h and extracted.

LC-ESI/MS/MS

LC analysis was performed with an autosampler (20 µL 
injection volume), a column oven (set to 25 0C) and a 
quaternary pump from the Agilent 1100 series (Agilent 
Technologies, Waldbronn, GE). For the separation a reverse 
phase column, Zorbax Eclipse XDB-C8 (150 mm  4.6 mm, 

5 µm; Agilent, California, USA) was used. LC elution 
conditions were as follows: mobile phase A = 5.0 mmol L-1

ammonium acetate and mobile phase B = methanol with 
5.0 mmol L-1 ammonium acetate; isocratic mode: 25% 
mobile phase A and 75% mobile phase B; flow rate 
of 700 µL min-1; total run time of 3.0 min. The mass 
spectrometric analyses were performed on an API 4000™ 
(Applied Biosystems/MDS Sciex, Concord, Canada) with 
a TurboIonSpray® source operated in positive ion mode. 
The electrospray source parameters were as follows: 
Curtain Gas™ = 10 psi, nebulizer gas = 50 psi, heater 
gas = 40 psi, heater temperature = 600 0C, and electrospray 
voltage = + 5500V. The MRM mode was used to detect 
the target compounds in the triple quadrupole stage and the 
optimum conditions are described in Table 1. The Collision 
Gas (nitrogen) was maintained at 6.0 arbitrary units.

Results and Discussion

Mass Spectrometry optimization 

To optimize the MRM mode, a folic acid solution at 
concentration of 1.0 µg mL-1 (50% methanol + 50% water 
+ 5 mmol L-1 ammonium acetate) was infused into the 
electrospray ion source (positive mode) at a flow rate of 
10 µL min-1. With the advances on software interface it was 
possible to tune the instrument automatically in a few min. 
Figure 1 summarizes the mass spectrometry automatic steps 
necessary for maximum MRM transitions sensitivity, and 
its optimum parameters.

The two most intense transitions were chosen to 
build the final MRM mode. The transitions 442.2>295.2 
and 442>176.2 were defined as quantifier and qualifier 
(confirmation), respectively. 

After the MRM optimization, the electrospray ion 
source parameters were set to operate with maximum 
efficiency at mobile phase flow rate of 700 µL min-1. Folic 
acid is an organic acid and its dissociation constants (pK

a
)

are 4.7, 6.8, and 8.7. At a pH level lower than 4.7 in aqueous 
solutions the protonated form (insoluble form below 7.0) 
is predominant and a pH level above 8.7 the deprotonated 

Table 1. MRM mode conditions optimized to detect folic acid

Transition/ 
(m/z)

Purpose DP/
(V)

CE/
(eV)

CXP/
(V)

Dwell Time/ 
(ms)

442.2>176.1 C
68

53 30 450

442.2>295.1 Q 21 28 450

DP = Declustering Potential, CE = Collision Energy, CXP = Collision 
Cell Exit Potential, C = Confirmation transition and Q = Quantifier 
transition.
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form (soluble) is predominant. The physicochemical 
information helped to chose the electrospray ionization 
polarity. The literature shows that it is possible to ionize 
folic acid in both positive and negative modes, suggesting 
that the amino group present in the structure is protonated in 
positive mode [M+H]+ and deprotonated in negative mode 
[M–H]–.18,19 Herein the pH of the mobile phase solutions 
was maintained at 7.0, adding 5.0 mmol L-1 of ammonium 
acetate in the mobile phase. The positive ionization mode 
was used to detect the [M+H]+ species.

Method optimization

For chromatographic methods, developing a separation 
involves demonstrating specificity, which is the ability of 
the method to accurately measure the analyte response in 
the presence of all potential sample components.23 One 
main advantage of the triple quadrupole mass spectrometry 
detector is the mechanism’s ability of high compound 
selectivity. Therefore, the liquid chromatography (LC) 
separation was optimized very quickly using a C

8
reverse-

Figure 1. (a) MS full scan experiment and its isotopic distribution of folic acid, (b) Optimization of Declustering Potential (V) to focus the precursor 
ion through the high vacuum region or ion path, (c) MS/MS scan and its fragments, (d) Collision Energy (eV) optimization of the three most intense 
transitions, (e) CXP (V) optimization to focus the product ions into Q3 mass filter and (f) MS/MS final scan spectrum and the result of the most intense 
fragments after all MRM parameters optimized.
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phase column, obtaining a sharp peak, low retention time 
(1.70 min), without matrix interferences. Figure 2 presents a 
LC-ESI/MS/MS at the optimum analyzed run conditions.

Method validation is the process of proving that an 
analytical method is acceptable for its intended purpose.23

The developed methodology to quantify folic acid in wheat 
flour sample was validated according to the Commission 
Decision 2002/657/EC criteria, proceeding as described 
in the experimental section.22 A total of 83 samples were 
analyzed, besides the calibration curves, to evaluate the 
analytical performance characteristics of specificity, 
accuracy, precision, repeatability, reproducibility, recovery, 
detection limits and uncertainty using the proposed 
method.

This experiment produced relative amounts of data that 
we summarized herein, showing some important figures 
of merit. The following results presented below are based 
on the most intense m/z transition (442.2>295.2) signal, 
chosen as a quantifier.

Linearity

Overall, the acceptability of linearity data is often 
judged by examining the correlation coefficient and 
y-intercept of the linear regression line for the response 
versus concentration plot (calibration line y = ax + b). A 
correlation coefficient of > 0.999 is generally considered 
as evidence of acceptable fit of the data to the regression 
line. The y-intercept should be less than a few percent of 
the response obtained for the analyte at the target level.23

Table 2 presents the results of four analytical curves built 
for each experiment or batch analysis (inter-day, see 
experimental section). The concentration of folic acid in 
standard aqueous solution range from 1.0 to 50 ng mL-1,

which corresponds from 0.3 to 15 µg g-1 in wheat flour 
samples (considering the extraction procedure volumes).

Sample extraction efficiency: correlation, recoveries and 
co-variations

In order to evaluate the correlation among the sample 
extraction efficiency, one curve was built for each day 
or experiment (calculated concentration vs. area signal). 
Table 3 shows the correlation of the extraction procedure 
at folic acid concentrations ranging from 0.75 µg g-1 to 
7.5 µg g-1. Figure 3 shows the LC-MS/MS chromatograms 
of the samples extracted and analyzed at different validation 
level concentrations.

The accuracy was measured in terms of recovery, 
spiking the analyte in blank wheat flour matrices at different 
concentration levels (from 0.75 to 7.5 µg g-1), before the 
extraction process. The sample final concentration was 
calculated through the analytical curve built in solvent. 

Figure 2. LC-MS/MS chromatogram of folic acid standard solution at 
1.0 ng mL-1 (20 pg on column).

Table 2. Analytical curve results

Curve Slope (a) Y-intercept (b) Correlation (r²)

1 33065 -140 1.0000

2 33168 -1982 1.0000

3 33992 -1671 1.0000

4 34663 -2744 1.0000

Figure 3. (a) LC-MS/MS chromatogram of blank wheat flour sample; 
intensity < 70 cps. (b) LC-MS/MS overlaid chromatograms of wheat flour 
samples, fortified with folic acid at different concentration levels.

Table 3. Correlation between sample extractions at concentration range 
from 0.75 to 7.5 µg g-1

Experiment n Slope (a) Y-intercept (b) Correlation (r²)

1 21 29708 -3417 0.9949

2 21 30038 -1802 0.9986

3 21 30224 -989 0.9983
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According to the 2002/657/EC guidelines for method 
validation, the data corrected with the mean recovery are 
only acceptable when they fall within the following ranges: 

1.0 µg kg-1 from 50 to 120%; > 1.0 to 10.0 µg kg-1 from 70 
to 110% and  10.0 µg kg-1 from 80 to 110%. The last value 
was used as the recovery criteria. The Table 4 presents the 
intra-day recoveries and the coefficient of variation that did 
not exceed the recommendation set value of 10%, considering 
the concentration range validated for this analysis.

The method stability or reproducibility was verified 
thorough intra-day (s

intra
2) and inter-day (s

inter
2) variances 

(Table 5). The same LC-ESI/MS/MS conditions were 
maintained during the three days of experiments, except the 
samples batch that was prepared fresh daily, as described 
in the experimental section.

The last experiment analyzed ten blank samples and 
ten blank spiked samples at the validation level limit of 
1.5 µg g-1. Table 6 presents the statistical results. The recovery 
value suggests that analyte loses just 15% of the signal, 
represented by matrix effect and/or extraction efficiency.

Sensitivity

Establishing the lowest analyte concentration that 
produces a response detectable above the noise level of the 
system, and corresponds to the limit of detection (LOD) and 
the limit of quantitation (LOQ) (which is the lowest level of 
analyte that can be accurately and precisely measured), were 
important parameters to be validated in quantitative methods. 
Originally, the 002/657/EC guidelines for method validation 
recommend the usage of decision limit (CC ) and detection 

capability (CC ) to measure sensitivity.22 The method 
sensitivity was calculated using the following equations 
based on Table 3 data result and its inter-day variation: 

CC  = [(y_interc. + 2.33 x stdev y_interc.) – 
                   y interc.] / slope (1)

CC  = [(y_interc. + 2.33x stdev y_interc. + 
                  1.64 stdev y_interc) – y_interc.] / slope (2)

The developed method to detect and quantify folic 
acid in wheat flour samples showed a CC  of 0.06 µg g-1

and CC  of 0.11 µg g-1. These values were way below 
the validation method limit and the established folic acid 
fortification level in wheat flours of 1.5 µg g-1, which makes 
this methodology suitable for its purpose. 

Quantitation in wheat flour samples

Before sample quantitation, the measurement uncertain 
(U) was calculated as 0.11 µg g-1 (11 µg per 100g) and all 
results shown are expressed as ± U. A total of four samples 
from different brands were analyzed in order to determine 
the folic acid concentrations. Table 7 shows the results and 
the variances among different brands analyzed. Figure 4 
shows a chromatogram analysis from sample FT14. It was 
observed that the FT07 sample was way out of the minimum 
fortification level of 150 µg per 100g as recommended 
by ANVISA resolution.5 Even though, the sample FT08 
showed slight higher levels of folic acid, the same does 
not represent any risk to human health, since the oral daily 
doses of 5-10 mg of folic acid appear to be well-tolerated 
and without toxicity in normal non-pregnant subjects.24

Overall, all samples analyzed herein are in agreement with 
the fortification range levels of folic acid in wheat flour 
suggested by FDA guidelines.4

Table 4. Intra-day accuracy and coefficient of variation data

Validation level/(µg g-1) n
Day 1 (Exp. 1) Day 2 (Exp. 2) Day 3 (Exp. 3)

Recovery/ (%) CV/ (%) Recovery/ (%) CV/ (%) Recovery /(%) CV/ (%)

0.75 6 79.8 3.3 90.4 2.7 91.2 2.4

1.5 6 86.2 2.3 91.8 3.3 90.7 2.6

2.25 6 82.2 3.4 90.4 3.1 89.9 4.1

Table 5. Method stability or reproducibility variance(s)

Validation 
level/(µg g-1)

Repeatability
(s

intra
2)

Between Exp.
(s

inter
2)

Reproducibility

(s
R

2) SD / (%)

0.75 0.0002 0.0023 0.0025 5.0

1.5 0.0014 0.0017 0.0031 5.6

2.25 0.0049 0.0099 0.0148 12

Table 6. Reproducibility at the validation method limit

Validation level /(µg g-1) n Recovery/ (%) C.V./ (%)

1.5 10 85.1 3.0

Table 7. Sample analysis results

Wheat Flour Samples Folic acid (conc.)/(µg 100 g-1)

FT07 131

FT08 225

FT14 166

FT16 140
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Figure 4. LC-MS/MS chromatogram of wheat flour sample FT14 at folic 
acid concentration of 1.66 µg g-1.

Conclusions

We presented an alternative and effective way to analyze 
folic acid, which is an important dietary nutrient, in wheat 
flour. The use of LC-ESI/MS/MS technique allowed the 
determination of this compound at the required set limits 
(sensitivity), without matrix interferences (selective), 
time consuming (rapid) and tedious sample preparation, 
comparing with previous published works. The method was 
validated and applied to analyze some samples collected 
from Brazilian markets. Finally, this work can support and 
help the laboratories enrolled in food analysis for future 
quality control programs.
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